Introduction {#S0001}
============

The use of robotics in surgery has captivated the imagination of many. It remains a field that is rapidly expanding, with many procedures becoming routinely classed as "robot-assisted." Cleft surgery is a challenging procedure because of the small boundaries of the infant oral cavity, and the fine dissection and tissue handling warranted for many of these procedures.[@CIT0001]--[@CIT0003] The operations performed are challenging for the surgeon as it requires awkward postures, movements and ambidexterity for success.[@CIT0004] Teaching trainees the fine art of this specialist surgery is also difficult because of the limited access and visibility to teach and perform. The use of a surgical robot in the field of cleft surgery offers the advantage of improved access, precision,[@CIT0005] visualization,[@CIT0006] instrument manipulation,[@CIT0007] ergonomics,[@CIT0008] tremor reduction,[@CIT0004] and ambidexterity.[@CIT0009] Therefore, the coupling of robotics and cleft surgery remains a potentially very fruitful avenue that justifies a review. The aim of this review is to explore the background of robotics in cleft surgery, focussing on sentinel studies that have been instrumental in the development of the field. It also brings to the reader's attention to particular areas that are still in need of improvement and suggests how these may be achieved.

Paediatric Robotic Surgery {#S0002}
==========================

The first landmark papers that explored the role of robotic surgery in children occurred in the 1990s when Partin and colleagues and Okada and colleagues first reported on the use of robot assistance for surgery in children in the form of an extracorporeal camera holder.[@CIT0010],[@CIT0011] Technology evolved to more established platforms and in April 2001, Meininger and colleagues published the first cases of robotic surgery in children undergoing endoscopic Nissen fundoplication with a telemanipulatory robot system in two children using this platform.[@CIT0012],[@CIT0013] Shortly afterwards, the first robotic urological procedure in a child was undertaken in March 2002 by Peters and colleagues who performed a pyeloplasty using the da Vinci^®^ Surgical System.[@CIT0014] In fact, the field has developed exponentially and in 2013 Cundy and colleagues published a 10-year review of paediatric robotic surgery.[@CIT0014] They highlight the accelerated rate of publications and reported case volumes in this period.[@CIT0014] This widespread adoption of robotic surgery in paediatric surgery is presumably related to the advantages that robotics may offer patients: faster recovery, less post-operative pain, smaller incisions and scars and a shorter hospital stay.[@CIT0014] In earlier years of development of paediatric robotic surgery, where fundoplication and cholecystectomy cases remained salient, there has been a change in paediatric robotic surgery cases with genitourinary procedures forming a greater percentage of case volumes. Additionally, paediatric robotic surgery has spread far and wide, with a recent review showing that publications of robotic surgery have originated from 18 countries. In total, 52 institutions were represented in the literature.[@CIT0014]

Transoral Robotic Surgery (TORS) in Adults {#S0003}
==========================================

Historically, one of the challenges behind open surgery of the laryngopharyngeal complex for cancer resection remains the balance between providing access, safe resection and preservation of normal structures. Unfortunately, operations in this area produced inconsistent and poor results with consequences including poor speech and swallowing functions, tracheostomy tube dependence, gastrostomy tube dependence, and suboptimal quality of life.[@CIT0015] In pursuit of a balance between survival and post-treatment function, surgeons have continued to develop minimally invasive techniques and approaches to the larynx/hypopharynx. The most rapidly advancing techniques in this domain is Transoral Robotic Surgery (TORS). The principle behind the advent of TORS is to be able to reliably perform state-of-the-art oncological resection of the primary tumour through a minimally invasive transoral approach. This technique affords surgeons exceptional views of the larynx and hypopharynx with great manoeuvrability in difficult to access areas.[@CIT0015] As a result, negative margins and preservation of normal laryngeal structures have become increasingly possible.[@CIT0015]

TORS surgery is facilitated by remote-controlled miniaturized surgical instruments and magnified visualization with a high-definition three-dimensional camera. It has proven to be an effective alternative to open surgery, with or without a mandibulotomy approach for oropharyngeal cancer in a large number of studies since its approval by the Food and Drug Administration (FDA) in 2009 for T1 and T2 lesions.[@CIT0016] In a large multicentre study to assess its feasibility, TORS demonstrated decreased rates of postoperative complications, improved functional outcomes, and favourable oncological results.[@CIT0017] In the year following clearance of the da Vinci TORS system, the otolaryngology community has enthusiastically embraced this technology and was adopted across the USA. As in other specialties, we are also beginning to see trends towards market consolidation, and so for a large number of surgeons, it has become a standard-of-care among other treatment modalities in oropharyngeal squamous cell carcinoma staged T1--T2.[@CIT0018]--[@CIT0020] With laryngeal cancers, TORS has been explored for minimally invasive surgery of supraglottic and glottic lesions, as well as for total laryngectomy. The role of TORS is continuing to expand to thyroid and sleep surgery with trans-axillary thyroidectomies and lingual tonsillectomy being performed via TORS.[@CIT0021],[@CIT0022]

Transoral Robotic Surgery (TORS) in Children {#S0004}
============================================

The use of TORS in the paediatric population is in its infancy compared to that of adults, this may be in part due to the inherent challenges that the paediatric patients bring forth towards the surgeon: the smaller-sized anatomy, the narrower working field and the increased risk of causing iatrogenic injury. In a recent study, the use of TORS surgery in the paediatric population was reviewed by Erkul and colleagues.[@CIT0023] The authors report on TORS surgery being performed on 41 patients over a 10-year period.[@CIT0023] The cases included 16 lingual tonsillectomies, 9 base of tongue and lingual tonsillectomies, 2 malignant diseases in the oropharynx (a high-grade undifferentiated sarcoma and a biphasic synovial sarcoma), one tongue base thyroglossal duct cyst, 11 laryngeal cleft cyst, 1 posterior glottic stenosis, and 1 congenital true vocal cord paralysis surgeries.[@CIT0023] In these 41 subjects, 37 TORS procedures were completed successfully and the completion rate was 90.2%, with the other 4 cases needing to be converted to an open approach.[@CIT0023] In another recent case series of TORS in the paediatric population, the authors highlight key components that are essential for success with TORS: Having a team of at least two surgeons who have experience in robotic surgery.Selecting older and bigger children to enable better access with the surgical instruments, and excluding patients with malignancy and vascular tumours.Securing the airway with the appropriate laser-safe endotracheal or tracheostomy tubes.Having appropriate exposure.Securing surgical access with the robotic arms to allow for unrestricted mobility.Having the first assistant seated at the head of the operating table; specifically around the patient's head and therefore in the best position to protect the airway while assisting the main operating surgeon detect and remedy such problems early in addition to providing assistance in the operative field.[@CIT0024]

Most of the instruments designed for TORS are based on general or urological surgeries and so it is necessary for the future innovation and advancement of paediatric robotic airway surgery to have specialized airway instrumentation. As technologies continue to advance with smaller optics, arms and instruments, the potential applications of TORS will continue to expand as the challenges once encountered will become less apparent.[@CIT0024]

Transoral Robotic Cleft Surgery (TORCS) {#S0005}
=======================================

The recent advances in the use of robotic surgical systems in transoral surgery with TORS to grow beyond the domains of traditional laparoscopic applications prompted authors to explore other avenues to deliver other surgical applications. A seminal paper that expanded beyond the role of TORS was initiated in 2013 when a group from Philadelphia evaluated the feasibility of using a robotic surgical telemanipulator system to perform superior-based "Hogan"-style posterior pharyngeal flaps on thee fresh cadaveric human specimens. The flaps in all 3 specimens were performed successfully, the learning curve for using the robot system was steep in part due to the the lack of haptic feedback, which is important not only for delicate handling of tissues, but also for sensing areas of physical interference between the robotic arms. Nevertheless, the operating surgeons report distinct advantages using the robotic system: 1) the system provided great visualisation of the working field; 2) it allowed for greater instrument manoeuvrability and handing and 3) while many surgeons report significant neck fatigue after performing posterior pharyngeal flap surgery, the robot console was ergonomically designed in that minimal neck and torso strain was encountered by the surgeons. Overall, the instrumentation and setup and the overall use of the system were ergonomic, safe and feasible.[@CIT0025]

The concept of Transoral robotic cleft surgery (TORCS) was further enhanced by a group from Oxford who realised that the space required to operate combined with the abnormal anatomy can make cleft surgery taxing to the surgeon. Using a paediatric airway manikin, the authors evaluated all possible permutations of patient and robotic instrument configurations with the daVinci Si Surgical System to determine the optimal visualization and surgical access to simulate posterior pharyngeal wall surgery before performing a full robot-assisted cadaveric Hynes pharyngoplasty, whereby two superiorly placed flaps are used to augment the posterior pharyngeal wall in order to bridge the gap in velopharyngeal incompetence. The use of a bedside assistant was used in the setup; this enabled both hands of the surgeon to work via the miniaturized wristed surgical tools afforded by the robotic system as well as the hands of the assistant as well. The use of a more available surgical assistant is perhaps the most significant advantage of robotic-assistant trans-oral approach and the authors draw parallels to that of having an assistant in open surgical approaches, which would not otherwise be possible in transoral approaches.[@CIT0026] The authors note that contact of the ring of the mouth gage when working at the extremes of the operative field was a limitation but was immediately recognised.[@CIT0026] Ultimately, the authors concluded that these findings demonstrate that trans-oral robotic cleft surgery (TORCS) is theoretically feasible for safe intra-oral cleft palate and pharyngeal surgery, especially when smaller 5-mm instruments are used.[@CIT0026]

The aforementioned pilot studies that evaluated the use of TORCS occurred in simulated environments involving cadaveric specimens. A key question remains, will this work in true clinical environments? After trialling the da Vinci Surgical Robot on a cadaveric specimen, Nasser Nadjmi, a Professor of Cranio-Maxillofacial surgery from the University of Antwerp and colleagues performed a modified Furlow Palatoplasty in 10 consecutive patients with palatal clefts for a variety of indications; five patients had isolated cleft palate, two patients had complete unilateral cleft lip and palate, two patients had complete bilateral cleft lip and palate, and one patient had submucosal cleft palate. Six of the patients were male, 4 were female and ages ranged from 9 months to 12 months. He completed the nasal and oral mucosal layer of repair without the da Vinci Surgical Robot. The results were compared to controls without the use of the robot.[@CIT0027] In summary, the mean surgical duration was 122 ± 8 mins in patients who underwent the TORCS approach, which included a 35-min docking time compared to 87 ± 6 mins without the robot. No intraoperative complications were noted and in the patients who underwent a TORCS approached had a significantly shorter hospital stay compared to controls.[@CIT0027] The authors highlight that the TORCS approach enabled delicate soft-tissue handling, excellent 3D depth perception, increased freedom of motion, tremor reduction and relatively easy intraoral suturing.[@CIT0027] These findings are encouraging as they demonstrate that TORCS is clinically feasible and with further development may categorically supersede non-robotic cleft surgery repair.

Moving Forward {#S0006}
==============

The previous studies have highlighted that robotic cleft palate surgery repair remains technically and clinically feasible. However, there remain significant hurdles that need to be passed before a "tipping point" can occur whereby clinical application of robotic cleft repair becomes a reality. Some of these challenges are intuitive, such as the high start-up costs, training of staff and ethical considerations; others may be conspicuous such as the lack of haptic feedback and inappropriate contact of the instruments to structures as has been noted in the previous studies. However, one challenge that may not be so conspicuous is the number of possible permutations available. For example, which one of the robotic systems should an institute invest in? What about the size of the instrument? Is one system easier to use than the other? These questions are valid and warrant an answer before limited resources can be invested to enhance the field. In a landmark paper, Podolsky and colleagues have helped clarify some of these answers. The authors developed a high-fidelity cleft palate simulator that allowed for performance of all the critical steps of a cleft palate repair and evaluated the da Vinci Si is system that can accommodate 5-mm instruments, and the newer da Vinci Xi is the new system which can only accommodate 8-mm instruments in performing cleft palate repair on this simulator.[@CIT0004] The authors note that Cleft palate repair with the da Vinci Xi system was superior to the da Vinci Si system with respect to better elimination of arm repositioning, improved instrument excursion in the posterior oral cavity, less severe instrument oral aperture contact, and an ability to use an ideal wrist orientation for most of the surgical steps.[@CIT0004] The difference in performance between the two robotic systems is due to the slimmer robotic arms of the da Vinci Xi system and the more compact articulation and longer length of the 8-mm instruments which allowed for better movement during each surgical step.[@CIT0004] Despite the advantages of the 8-mm instruments with the da Vinci Xi system, their larger size can restrict instrument and endoscope excursion when manipulating the endoscope for close-up viewing.[@CIT0004] At the time, 5-mm instruments cannot be used with da Vinci Xi system and so this permutation was not explored by the authors.

Furthermore, the evaluation of key critical steps in the simulator presented in Podolsky and colleagues articles provide a connotation to competency-based surgical training. Competency-based training is the idea that learners advance based on the quality of the training, rather than the quantity of the training and is a domain that has developed significant traction over recent years.[@CIT0028],[@CIT0029] Methods of assessment have been demonstrated through Hand motion analysis (HMA),[@CIT0030]--[@CIT0032] and global rating scales and other surgical-specific outcomes, but their article suggests that this application may be applied to robotic cleft surgery ([Figure 1](#F0001){ref-type="fig"}). Figure 1Hand motion analysis is used to provide an objective assessment of cleft surgery.

Furthermore, the authors note important limitations of the robotic systems: First, neither 5- nor 8-mm could be used for soft tissue dissection without interfering with the retractor. Second, the da Vinci Systems lack providing the surgeon with haptic feedback, which is important, as it can prevent excessive tissue damage especially in the smaller confines of an infant's mouth. The authors additionally advocate for the development of "smart haptics" with the ability to sense impending collisions; setting workspace, force, and speed limits on the instruments; and using protective oral retractors as adding haptics alone would fail to prevent sudden unintended movement of the instruments because of user error or system malfunction that may cause substantial injury and may further improve the safety of the procedure. Ultimately, current instruments that are used in robotic cleft palate surgery require further optimization to fully take advantage of the robot's capabilities to ensure greater efficacy.

Conclusions {#S0007}
===========

Robotic cleft surgery is a new and exciting field that holds numerous advantages to both patients and surgeons. Previous research in allied health specialities has paved the way to the feasibility studies of robotic cleft surgery. These studies have shown that robotic cleft surgery is feasible and so future research should focus on optimization. Future work is also necessary to develop more suitable instrumentation to safely compare outcomes of a full robotic cleft palate repair to the traditional approach in real patients before widescale implementation can be adopted. Importantly, training and validation of simulators for the purposes of robotic cleft surgery are needed to provide an assessment of surgeons who want to use surgical robots before it becomes more mainstream in cleft surgery.

Finally, the use of surgical robots at present introduces economic challenges to implementation because of increased operative time and high capital and operating costs and it is hoped that over time, costs will reduce and performance will increase as more systems are developed in the future.
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